Freezer Temperature Log

Four Steps to Protect Your Vaccines
Avoid patient recalls by accurately recording temperatures twice a day.

Record the Time and
your Initials.

¥

\

¥

« Record CURRENT, MIN, and MAX temperatures.
« Circle temperatures if TOO WARM. Refer to ranges.

\

¥

¥

Month/Year (Days 1-15)

Freezer Location

Freezer ID
VFCPIN

Follow steps for one of the
two ranges.

Payof  Time Initials CURRENT  MIN M
Example __g:_o_o_ _a_nj __N_N____ ___:2_3_'6_ _______ - 1.@'_2 ______ :]'4:'____
4:00 pm| TP 26.1 291 238

1 t------ Spaiial I R E R I U
p.m.
am.

I e s T s S S
p.m.

3 t------ A Ll _.
p.m.

4 ------ pudiel I I N I S
p.m.

5 t------ padiel I K ES N I S
p.m.

6 - skl I I N I
p.m.

7 t------ pabial I R EN R N U
p.m.

8 r------ Spsbiel I I N I
p.m.

9 ------ pukid I R N NI IS
p.m.

10 +------ skl I R R R IS
p.m.

11 F------ pukd I N RN NN IS
p.m.

12 +------ pukd I R R R I
p.m.

13 ------ pukd I I N NI IS
p.m.

14 +------ Spsbiel I I N I
p.m.

15 t------ pabial I K E N I S
p.m.

TOO
WARM! MAX TOO WARM?
40 & warmer 1. Press MEMORY CLEAR/RESET button.
50 2. Post“Do Not Use Vaccine” sign.
3. Alert your supervisor.
-6°
70 4. A.M. - Call VFC Call Center, or
-8° P.M. - Wait 1 hour:
-9° - If CURRENT is still TOO WARM,
-10° call VFC Call Center.
e - If CURRENT is OK,
no need to call VFC Call Center.

-12¢
-130 5. Document on Step 4 (next page).
-14°

-14.9°

OK

-15.0°
-16°
-17°
Ll CURRENT, MIN, and MAX
LR are all OK.
-20° 1. Press MEMORY CLEAR/RESET button.
-21° Done. Skip Step 4 (next page).
-22°
-23°
-240°
-25¢°
-26°

-27° & colder

LELY T NN &0 T Sign and Acknowledge. File and keep log for 3 years.

| certify that the temperatures recorded on this log are correct. All temperatures that were TOO WARM have been circled and corrective action was taken and
documented. | understand that falsifying logs will result in vaccines being unusable, patients being revaccinated, and provider possibly replacing vaccines.

Staff Names and Initials:

On-site Supervisor’s Name & Signature:

Date:

California Vaccines for Children Program

VFC Call Center: 1-877-243-8832
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Freezer Temperature Log

Month/Year (Days 1-15)

Freezer Location

Freezer ID
VFCPIN
m Document actions for temperatures that are TOO WARM.
-4° & warmer
-50
TOO _6°
WARM :;:
-go
-100
-11°
-120
-13°
-140
-14.9°
Date Called Temperatures How long
& Incident GFS, Corrective Action Results 1 hour after reset tc;rggs Initials
Time )
CURRENT MIN max [
. Reset thermoweter, added
Exanol .Tempsfwen’r ';‘P d“d””g N cold packs, kept door Temperatures returned to 16.2 30 AN
xample | inventory when doors O | shut, and checked tewps 0K range. 237 | 237 | -l6. win.
were opened a lot. in 1 hour

California Vaccines for Children Program

VFC Call Center: 1-877-243-8832
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Freezer Temperature Log

Four Steps to Protect Your Vaccines
Avoid patient recalls by accurately recording temperatures twice a day.

Record the Time and
your Initials.

DEVA

¥

\

¥

« Record CURRENT, MIN, and MAX temperatures.
« Circle temperatures if TOO WARM. Refer to ranges.

¥

\

¥

Month/Year (Days 16-31)

Freezer Location

Freezer ID
VFCPIN

Follow steps for one of the
two ranges.

yel  Time  Initials CURRENT  MIN MAX

1@ |F====== bl I I N I
p-m.

17 +------ Spaiial I R E R I U
p.-m.
a.m.

() pooesoacaineoocco il boc oo os ooos e eeoo e
p-m.

19 (--—---- pibiel I A E R R U
p-m.

20 ------ pudiel I I N I S
p-m.

21 F------ padiel I K ES N I S
p-m.

DD EEEEES skl I I N I
p.m.

23 |------ pabial I R EN R N U
p.m.

24 |------ Spsbiel I I N I
p-m.

25 |------ pukid I R N NI IS
p.-m.

26 |------ skl I R R R IS
p-m.

27 F------ pukd I N RN NN IS
p-m.

28 |------ pukd I R R R I
p-m.

29 |------ pukd I I N NI IS
p-m.

30 [------ Spsbiel I I N I
p.m.

31 f------ pabial I K E N I S
p.m.

TOO
WARM! MAX TOO WARM?
40 & warmer 1. Press MEMORY CLEAR/RESET button.
50 2. Post“Do Not Use Vaccine” sign.
3. Alert your supervisor.
-6°
70 4. A.M. - Call VFC Call Center, or
-8° P.M. - Wait 1 hour:
-9° - If CURRENT is still TOO WARM,
-10° call VFC Call Center.
e - If CURRENT is OK,
no need to call VFC Call Center.
-12¢
-130 5. Document on Step 4 (next page).
-14°
-14.9°
OK
-15.0°
-16°
-17°
Ll CURRENT, MIN, and MAX
LR are all OK.
-20° 1. Press MEMORY CLEAR/RESET button.
-21° Done. Skip Step 4 (next page).
-22°
-23°
-240°
-25¢°
-26°
-27° & colder

LELY T NN &0 T Sign and Acknowledge. File and keep log for 3 years.

| certify that the temperatures recorded on this log are correct. All temperatures that were TOO WARM have been circled and corrective action was taken and
documented. | understand that falsifying logs will result in vaccines being unusable, patients being revaccinated, and provider possibly replacing vaccines.

Staff Names and Initials:

On-site Supervisor’s Name & Signature:

Date:

California Vaccines for Children Program

VFC Call Center: 1-877-243-8832

EZIZ.org IMM-1128 Page 3 (12/14)



Freezer Temperature Log

Month/Year (Days 16-31)

Freezer Location

Freezer ID
VFCPIN
m Document actions for temperatures that are TOO WARM.
-4° & warmer
-50
TOO 6°
WARM :;:
-go
-10°
-11°
-12¢
-13°
-14°
-14.9°
Date Called Temperatures How long
& Incident GFS, Corrective Action Results 1 hour after reset temps | jitials
Time )
CURRENT _MIN Max
. Reset thermometer, added
Exanol .Tempsfwen’r ';‘P d“d””g N cold packs, kept door Temperatures returned to 16.2 AN
xample | inventory when doors 0 shut, and checked tewps 0K range. 237 | 237 | -6
were opened a [ot. in 1 hour

California Vaccines for Children Program

VFC Call Center: 1-877-243-8832
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